Abstract
Objective
To evaluate the technical and clinical impact of hydroquinone-containing creams on capillary glycemia and investigate the efficacy of hand washing and other common practices, in reversing cream effects.
Methods
We included 91 participants in a quasi-experimental study in Buea, Cameroon. After determining the hydroquinone content of a cream, Caro Light, we used two glucometers with different enzymatic systems (Accu-Chek Active and OneTouch Ultra 2) to measure fasting glycemia after: initial hand washing (reference), application of 1 ml of hydroquinone-containing cream, finger swabbing with wet gauze, sanitizer application and a series of three hand washings following cream application. Reference glycemia was compared to those obtained after various interventions. Statistical significance was assessed by paired sample t-test, clinical significance by total error allowable (TEa), and clinical impact by Parke's error grid analysis.
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Introduction
Point-of-care(POC) glucometers have widely been adopted as tools to provide timely feedback for diabetes management and monitoring, and for diabetes risk screening and diagnosis in resources-limited and remote settings [1, 2] . Issues with the accuracy of the measurements can severely affect decision-making based upon glucometer-acquired blood glucose levels [3] . Accuracy is a measure of how closely the average of a set of values reflects the reference value. Four main factors alter the accuracy of glucometers: strip factors, physical or environmental factors, pharmacological factors and patient factors [3] . The latter includes incorrect hand washing or interfering substances such as hand lotions, alcohol, or dirt. Errors in blood glucose measurement due to extrinsic interfering substances continue to significantly plague the accuracy of results. This has major clinical impact especially with the indiscriminate use of over-the-counter creams for skin bleaching [4] . Hydroquinone (Benzene-1,4-diol), a bleaching agent found in skin lightening creams has been reported to falsely elevate capillary glucose measurement [5] [6] [7] . In a study involving 11 healthy volunteers in France, we showed that hydroquinone-containing creams caused a seeming mean increase in capillary glycaemia of 170 mg/dl [5] . This study however did not evaluate the clinical significance of the increase in capillary glycaemia due to the cream.
Opinions diverge on whether to implement hand washing or hand disinfection prior to capillary glucose measurement [8] . Although the importance of proper hand washing prior to capillary glucose measurement (CGM) cannot be overemphasized, it is not a routine clinical practice to observe hand washing before CGM [1] . The 2015 International Diabetes Federation guidelines recommends at least one hand washing prior to capillary glucose measurement. Hortensius and colleagues showed that only 31% of patients with diabetes who self-monitor their blood glucose wash their hands before measurement [8] . They also reported a mean capillary glucose level after hand exposure to a fruit (apple or banana) of 270 mg/dl, which dropped to 160.2 mg/dl after hand washing once with soap and water [9] . Existing studies however do not provide any data on the actual minimum number of times hands should be washed prior to CGM. Little is known about the clinical impact of hydroquinone-containing creams on CGM as well as means to reliably reverse these effects in routine settings.
We assessed the effect of hydroquinone-containing body creams on the accuracy of two glucometers with different enzyme principles, and investigated if finger swabbing, application of hand sanitizer or serial hand washings could reverse these effects in a population of Cameroonians with or without diabetes.
Methods

Study design, setting and population
We included 91 consenting consecutive participants with and without diabetes in a quasiexperimental study carried out in Buea, Cameroon. Participants were in fasting state and were asked about any recent intake of common substances that could interfere with capillary blood glucose measurement. The selection of glucometers was restricted to those labelled for selfmonitoring of blood glucose, carrying a European Conformity mark, certified ISO 15197:2013, and licensed for marketing in Cameroon. Therefore, the following two glucometers using different biochemical principles were selected: OneTouch Ultra2 (glucose oxidase enzymatic principle) and Accu-Check Active (glucose dehydrogenase enzymatic principle). In total, two glucometers were used throughout the study. One Accu-Check Active glucometer and one OneTouch Ultra 2. We used strips with Lot Number 24638031 for AccuCheck Active, and number 17B06 for OneTouch Ultra 2. The features of the two glucometers, and the recommended environmental conditions of use are presented in Table 1 .
Both glucometers used in the study met the ISO 15197:2013 guidelines which states that ninety-five (95%) of the individual glucose results should fall [10] : 
Confirmation of the hydroquinone content in the cream
Caro Light cream label indicated 2% of hydroquinone. Determination of actual hydroquinone concentration in the cream followed the protocol reported by Garcia et al., 2007 [11] . One The precision of this spectrophotometer in this wave length is ± 2 nm and the reproductibility is ± 0.5 nm. The concentration was then determined from a calibration curve obtained from pure hydroquinone (Xi'an Lyphar Biotech, China) at various concentrations (6.25, 12.5, 25, 50 and 100 μg/mL). The test was repeated six times. The concentration of hydroquinone in the cream was 1.55 ± 0.018 milligrams per gram of cream (0.155%), which is thirteen-fold lower than the labelled concentration.
Study procedures and data collection
Participants were evaluated in the morning after an overnight fast of at least 8 hours prior to the study procedures. For each participant, serial capillary blood glucose concentrations were measured with the two glucometers under investigation, following a series of interventions. Calibration of the glucometers using control solutions and test strips was carried out at the start of each day. Study procedures included three sets of consecutive interventions, with each subsequent intervention implemented within 5 minutes of completing the previous intervention. Interventions and capillary glucose measurements (hand side chosen by the participant) were performed on different fingers so as to avoid any interaction between them (S1 Fig) .
The procedure started each day with the calibration of the glucometers. We then proceeded with the interventions on participants, as follow:
• The investigator washes and dries his own hands, then puts on gloves after having assembled the materials needed for the procedure.
• The procedure to be performed is explained to the participant.
• The participant washes his/her hands thoroughly with soap and water and dries them with a clean towel, all under the observation of the investigator.
• The strip box is opened and the test strip inserted into the meter as per manufacturer's instructions.
• The participant's finger is pricked with a lancet as per manufacturer's instructions, and the blood drop is applied to the test strip, at baseline and after each intervention. The test results display automatically on the screen of the device.
• A piece of gauze is applied to the participant's finger at the pricked site and gentle direct pressure is applied.
• The participant's capillary blood glucose result is recorded on the case report form.
• Used lancets are placed into disposal containers immediately.
• Used test strips are disposed into clinical waste bin before gloves are removed
• The external surfaces of the meter are cleaned with an alcohol based wipe and the meter is ready to be used again.
All glucose measurements were made at room temperature between 14 and 27˚C, with a relative humidity of 75% to 85%, which all fall within the prescribed operating temperature and humidity for the two glucometers used in the study (Table 1) .
Reference glycemia. Participants were asked to wash their hands once with soap and running water for about two minutes and dried them. A finger was then pricked with a sterile lancet and capillary glucose measured using the two hand-held glucometers under investigation. The values obtained served as reference capillary glucose values for each participant.
Intervention 1. Using a calibrated syringe, 1ml of Caro Light (hydroquinone-containing cream) was applied to the participant's palm and the hands rubbed gently and uniformly against each other for about 10 seconds. The cream was allowed to set for 60 seconds, after which capillary glucose concentration was measured from a cream exposed finger using the 2 glucometers.
Interventions 2A and 2B. A cream-soiled finger was swabbed once with sterile watersoaked gauze (2A). At the same time, on another cream-soiled finger, an instant hand sanitizer was applied to the finger and briskly rubbed, covering the finger with the product until it dried (2B). After these procedures, capillary glycemia was measured from both fingers using both glucometers.
Intervention 3. The final intervention consisted of a series of three hand washings with neutral soap and running water. Each hand washing lasted about two minutes and hands were dried thereafter. Capillary glycemia was measured after each hand washing from a finger that had previously been exposed to the skin lightening cream but had neither been swabbed with wet gauze nor exposed to hand sanitizer.
Seven (7) glucose measurements were performed per glucometer per participant, giving a total of 14 measurements per participant. The 7 measurements were: 1) after hand washing but before cream application (reference glycemia), 2) after hydroquinone cream application (intervention 1), 3) after finger cleaning with wet gauze (intervention 2A), 4)after sanitizer application (intervention 2B), and three more measurements respectively after the first, second and third hand washing following cream application (intervention 3).
Statistical analysis
Data analysis used R statistical software version 3.2.2 (The R Foundation for Statistical Computing, Vienna, Austria). Variables are summarized as means (standard deviation), median (min-max), and count (percentages). The Shapiro-Wilk W test was used to determine whether the glucose measurements were normally distributed, based on probability thresholds of p!0.1. The student t-test was used to compare characteristics across gender and diabetes status. Glucose measurement after the initial hand washing and before cream application served as the reference for all comparisons between two measurements. The continuous association between glucose measurements was assessed using Pearson's and Spearman correlations. Paired-sample t-test was used to compare differences in means of glucose measurements overall and within subgroups. The threshold for statistical significance was set at 0.05.
To assess the clinical importance of statistically significant differences between post-intervention glucose measurements and the reference measurement, Parke's error grid analysis and total error allowable (TEa) [12, 13] were used. The mean of each glucometer measurement was then compared with the reference and should be within the clinical range of the reference mean ± TEa. Here, we considered the TEa for glucose to be 6.96 [14] 
Ethical approval
Ethical approval was obtained from the Institutional Ethics Committee for Research in Human Health of the University of Douala, and administrative clearance from the Director of the Buea Regional Hospital. Written informed consent was signed by all participants.
Results
General characteristics of participants
Of the 91 participants included, 37 (41%) had diabetes. The age of the participants ranged from 22 to 75 years. Other general characteristics are shown in Table 2 .
Profile of capillary glycemia
The baseline reference capillary glucose (in mg/dl) ranged from 50 to 452 (mean 134; median 95) using the Accu-Check Active glucometer, and from 51 to 409 (mean 138; median 100) using the OneTouch ultra 2 glucometer. The profile of capillary glucose for the whole populationis is shown in Fig 1(A) and 1(B) . S1 Table (Accu-Check Active) and S2 Table (OneTouch Ultra 2) further depict details per subgroups (men and women, diabetes and no diabetes). Overall and in subgroups, capillary glucose rose after cream application, remained stable after finger cleansing, futher increased after application of hand sanitizer, then decreased progressively after each hand washing to return to or slightly below the baseline value after the third hand washing.
Effect of hydroquinone-containing cream on capillary glycemia
Capillary glucose values obtained after hydroquinone-containing cream application were consistently higher than reference values across the two glucometers overall, in men and women and in participants with and without diabetes (all p < 0.0001). The mean difference (postcream values minus reference values) was 28 (95%CI: 18 to 37) mg/dl for Accu-check Active (S1 Table) , and 41 (95% CI: 30 to 53) mg/dl for OneTouch ultra2 (S2 Table) . These differences were clinically significant in the overall population, and across gender and diabetes status based on TEa (Table 3 ). In Parke's consensus grids (Fig 2), 9 .9% of Accu-check Active postcream values and 18.7% of OneTouch ultra2 values fell within zones C and D, that is with potentially harmful diagnostic and therapeutic decisions.
Effects of various interventions in reversing the effect of the cream on capillary glycemia
The mean differences in capillary glucose between values obtained after various interventions and reference values are surmmarised in supplementary Tables 1 and 2 . Finger cleaning with wet gauze, application of hand sanitizer and first hand washing did not reverse the effect of hydroquinone on glucose measurements, as the mean differences between these values and the reference were statistically (S1 and S2 Tables) and clinically (Table 3) significant. Instead, application of hand sanitizer caused a further significant increase in capillary glucose. Hand washing led to a gradual attenuation of the effect of hydroquinone on capillary glucose measurements regardless of the glucometer (Fig 1) . After two or more hand washings, the mean differences with the reference became clinically non-significant (Table 3) , and no value fell within unwanted zones (C, D or E) of the Parke's consensus grid (figure not shown).
Discussion
Findings from the current study confirm that hydroquinone-containing creams cause a significant false elevation in capillary glucose levels, and this appears not to be related to the enzyme system of the glucometer used, gender or diabetes status. This false increase is clinically significant and can negatively impact clinical decision, with related potential consequences. Usual interventions such as finger cleaning with wet gauze, or swabbing with sanitizers are ineffective in reversing the effect of hydroquinone-containing cream. Instead, hand sanitizer paradoxically causes a further glycemic increase. Also, washing hands once with soap insufficiently attenuates the effect of the cream. A minimum of two hand washings with soap is required to successfully eliminate the effect of hydroquinone-containing cream on CGM. Altogether, our findings challenge existing practices and suggest novel norms of hand treatment prior to measuring capillary glucose with POC instruments. Also, given the wide over-the-counter use of hydroquinone-containing creams elsewhere, they raise the need for regulatory agencies to require inclusion of all hydroquinone-containing skin formulations as major inteferences in CGM.
The significant increase in capillary glycemia by 28-41 mg/dl after application of the hydroquinone-containing cream in our sample, is in line with the hypothesis that use of creams rich in hydroquinone prior to CGM causes a significant falsely elevated reading. This is true irrespective of glucose measurement principles of the glucometers. Mean differences observed in our study were lower than the 170.3 mg/dl we previously observed in a study performed in 11 healthy volunteers in France [5] . Sobngwi et al also reported that hydroquinone-containing creams caused false increase in capillary glycaemia with a mean difference before and after cream application of 213 mg/dl [15] . We attribute the smaller capillary glucose rise observed in our study as compared to previous observations, to the smaller concentration of hydroquinone -thirteen-fold lower (0.155%) than the labelled concentration (2%). Also, though other studies did not calibrate the volume of cream, it may have been higher in their studies. Whether there is a dose-effect relationship between hydroquinone and capillary glycemia is highgly probable, but is still to be investigated.
Finger cleaning, or application of a hand sanitizer did not reverse the effect of the cream. A report on the effects of hand sanitizers on capillary glucose measurement showed that hand sanitizers did not adversely affect test results; however, when exogenous glucose interference was present, the effectiveness of the hand sanitizer on glucose bias depended on the surface area and degree of dilution. The investigators concluded that the use of an instant hand sanitizer may or may not minimize interference from exogenous glucose or interfering substances prior to capillary glucose measurement [16] . Though it was not a major outcome of our study, the paradoxical increase of glycemia after application of hand sanitizer suggest interactions between hydroquinone-containing cream and components of the sanitizer. Careful hand washing following cream application gradually attenuated the effect of hydroquinone-containing creams on capillary glucose levels, with two hand washings appearing as the minimum needed to completely reverse the effects of these creams.
Taken together our findings challenge the effectiveness of common hand treatment practices prior to CGM using glucometers, in removing the effects of exogenous interfering factors on glucose values, particularly in the context of high prevalence of hydroquinone-containing cream use. Typically, those routine practices range from obtaining capillary glucose from fingers without any treatment [1] to variable treatments including finger swabbing with water or sanitizer, or single hand washing [8, 9] . But seldom are hands washed repeatedly prior to CGM, as such practice is not currently supported by guidelines [17] . Therefore, in settings where use of hydroquinone-containing creams is frequent, it would be appropriate to enforce the pratice of repeated hand washing prior to measuring capillary glucose with glucometers. This should be complemented by the sensitization of patients who frequently embark on self- monitoring of capillary glucose, on the importance of avoiding or neutralising the effect of extrinsic interfering factors on their capillary glucose values. The current study focused on the potential effect of one extrinsic interfering factor (hydroquinone), and whether our findings extend to other interfering factors is unknown. However the implications of our findings are rather towards an improvement of current practices, and will in no circumstance lead to further deterioration of blood glucose, should interfering factors other than hydroquinone be involved. We also objectively confirmed the presence and concentration of hydroquinone in the cream used, which was a step forward compared to all previous studies, as these creams, usually from uncontrolled origin, may not contain hydroquinone or may only contain smaller quantities than the indication on the label. The latter was the case in our study and explains the smaller increase in post-cream capillary glucose compared to previous studies. Finally, unlike previous report, we have provided the potential clinical impact of these creams and provided evidence that common practices are ineffective and two hand washings are the likely minimum requirement. Despite the aforementioned strengths, we acknowledge some limitations. Amongst others, calibration of glucometers was done only at the start of the day; a second calibration at the end of the day would have been an absolute confirmation of accuracy of measurements over the day. 
